
Screening Level GC/MS Results for: SITE NAME US Recycling

Analyst: Laura Webb Quantitation range w

Manufacturer: Absolute Standards Manufacturer:

Stock Standard Lot Number: 22817 Internal Standard Lot 

Stock Standard Expiration Date: 2/28/2020 Internal Standard Exp

Stock Standard Part Number: 99186 Internal Standard Part

Prep Date: 3/9/2017 Prep Date:

*All Concentrations are in: ug/M3

Sample Number Matrix Date of Collection Date of Analysis Time of Analysis trans 1,2 cis‐1,2

3.5ug/m3 std air 3/13/2017 20:30 3.96 4.21

10 ug/m3 std air 3/13/2017 20:46 9.77 12.24

50 ug/m3 std air 3/13/2017 21:02 44.05 45.02

100ug/m3 std air 3/13/2017 21:19 93.54 94.33

500ug/m3 std air 3/13/2017 21:35 459.68 492.05

1000ug/m3 std air 3/13/2017 21:51 1046 1061

1500ug/m3 std air 3/13/2017 22:07 1483 1461

3.5 air 3/14/2017 7:20 3.47 3.45

500 air 3/14/2017 7:45 436.09 489.59

1500 air 3/14/2017 8:03 1487.48 1447.74

sg‐1 air 3/13/2017 3/14/2017 8:30 3.5u 3.5u

sg‐2 air 3/13/2017 3/14/2017 8:46 I I

blank air 3/13/2017 3/14/2017 9:53 3.5u 3.5u

sg‐19 air 3/13/2017 3/14/2017 10:09 I I

sg‐32 air 3/13/2017 3/14/2017 10:27 3.5u 3.5u

sg‐33 air 3/13/2017 3/14/2017 10:45 3.5u 3.5u

sg‐45 air 3/13/2017 3/14/2017 11:04 3.5u 3.5u

sg‐46 air 3/13/2017 3/14/2017 11:22 3.5u 3.5u

sg‐47 air 3/13/2017 3/14/2017 11:38 3.5u 3.5u

sg‐48 air 3/13/2017 3/14/2017 11:55 3.5u 3.5u

sg‐49 air 3/13/2017 3/14/2017 12:12 3.5u 3.5u

sg‐52 air 3/13/2017 3/14/2017 12:29 3.5u 3.5u

sg‐53 air 3/13/2017 3/14/2017 12:45 3.5u 3.5u

SG‐33 LD air 3/13/2017 3/14/2017 13:01 3.5U 3.5U

SG‐48 LD air 3/13/2017 3/14/2017 13:17 3.5U 3.5U

BLANK air 3/14/2017 13:54 3.5U 3.5U

SG‐12 air 3/14/2017 3/14/2017 14:10 3.5U 3.5U

SG‐13 air 3/14/2017 3/14/2017 14:26 3.5U 3.5U

SG‐14 air 3/14/2017 3/14/2017 14:42 3.5U 3.5U

SG‐15 air 3/14/2017 3/14/2017 14:58 3.5U 3.5U

SG‐16 air 3/14/2017 3/14/2017 15:14 3.5U 3.5U

SG‐17 air 3/14/2017 3/14/2017 15:31 3.5U 3.5U

SG‐3 air 3/14/2017 3/14/2017 15:49 3.5U 3.5U

SG‐4 air 3/14/2017 3/14/2017 16:06 3.5U 3.5U

SG‐5 air 3/14/2017 3/14/2017 16:22 3.5U 3.5U



SG‐6 air 3/14/2017 3/14/2017 16:39 3.5U 3.5U

SG‐7 air 3/14/2017 3/14/2017 16:55 3.5U 3.5U

SG‐8 air 3/14/2017 3/14/2017 17:11 3.5U 3.5U

SG‐9 air 3/14/2017 3/14/2017 17:27 3.5U 3.5U

SG‐10 air 3/14/2017 3/14/2017 17:44 3.5U 3.5U

SG‐18 air 3/14/2017 3/14/2017 18:00 3.5U 3.5U

SG‐9 LD air 3/14/2017 3/14/2017 18:17 3.5U 3.5U

SG‐12LD air 3/14/2017 3/14/2017 18:35 3.5U 3.5U

3.5 UG/M3 CHEC air 3/14/2017 3/14/2017 18:51 3.11 3.15

SG‐20 air 3/14/2017 3/14/2017 19:08 3.5U 4.57

SG‐20A air 3/14/2017 3/14/2017 19:24 3.5U 3.5U

SG‐21 air 3/14/2017 3/14/2017 19:42 3.5U 3.5U

SG‐22 air 3/14/2017 3/14/2017 19:58 3.5U 3.5U

SG‐23 air 3/14/2017 3/14/2017 20:15 3.5U 3.5U

SG‐24 air 3/14/2017 3/14/2017 20:31 3.5U 3.5U

SG‐25 air 3/14/2017 3/14/2017 20:47 3.5U 3.5U

SG‐26 air 3/14/2017 3/14/2017 21:03 3.5U 3.5U

SG‐27 air 3/14/2017 3/14/2017 21:19 3.5U 3.5U

500 air 3/14/2017 3/14/2017 21:35 396 409.67

1500 air 3/14/2017 3/14/2017 21:51 1301 1275

3.5 ug/m3 AIR 3/14/2017 3/15/2017 7:21 2.74 3.31

500 ug/m3 AIR 3/14/2017 3/15/2017 7:48 405.19 410.12

1500 ug/m3 AIR 3/14/2017 3/15/2017 8:04 1300 1264.23

SG‐28 AIR 3/14/2017 3/15/2017 8:20 3.5U 3.5U

SG‐29 AIR 3/14/2017 3/15/2017 8:36 3.5U 3.5U

SG‐30 AIR 3/14/2017 3/15/2017 9:00 3.5U 3.5U

SG‐31 AIR 3/14/2017 3/15/2017 9:16 3.5U 3.5U

SG‐29 LD AIR 3/14/2017 3/15/2017 9:32 3.5U 3.5U

SG‐34 AIR 3/15/2017 3/15/2017 9:55 16.52 17.53

SG‐35 AIR 3/15/2017 3/15/2017 10:12 45.41 90.95

SG‐36 AIR 3/15/2017 3/15/2017 10:28 9.45 3.6

SG‐36LD AIR 3/15/2017 3/15/2017 10:47 9.65 3.52

SG‐35 DIL AIR 3/15/2017 3/15/2017 11:25 45.22 81.98

SG‐38 AIR 3/15/2017 3/15/2017 12:05 3.5U 3.5U

SG‐39 AIR 3/15/2017 3/15/2017 12:22 3.5U 3.5U

SG‐40 AIR 3/15/2017 3/15/2017 12:39 3.5U 3.5U

SG‐41 AIR 3/15/2017 3/15/2017 12:55 3.5U 3.5U

SG‐42 AIR 3/15/2017 3/15/2017 13:11 3.5U 3.5U

SG‐43 AIR 3/15/2017 3/15/2017 13:29 3.5U 3.5U

SG‐44 AIR 3/15/2017 3/15/2017 13:49 3.5U 3.5U

3.5UG/M3 CAL CHAIR 3/15/2017 3/15/2017 14:05 2.91 3.12

500 UG/m3 CAL C AIR 3/15/2017 3/15/2017 14:22 394.77 403.34

1500 UG/m3 CAL CAIR 3/15/2017 3/15/2017 14:38 1246.66 1213.14



ithout dilution:  3.5ug/M3 to 1500 ug/M3

Ultra Manufacturer: SUPELCO

Number: cr‐0513 BFB Lot Number: xa13038v

iration Dat 3/31/2020 BFB Expiration Date: 3/1/2018

t Number: STM 272‐1 BFB Part Number: 47077

3/9/2017 Prep Date: 9/20/2016

CCl4 TCE PCE Comments

14.35 3.5 3.37

19.55 9.67 9.96

47.91 43.07 41.92

88.2 91.34 89.47

450.74 458.7 450.56

1036 1045 1053

1493 1484 1481

2.56 3.12 2.98

467.35 451.28 427.55

1553.22 1441.54 1452.06

3.5u 3.5u 3.5u

I I I gas smell, chrom was a humpogram, IS not found correctl

3.5u 3.5u 3.5u

I I I humpagram, IS low

3.5u 63.17 4.35

3.5u 225.7 4.17

3.5u 29.03 3.5

3.5u 7.17 3.5u

3.5u 3.5u 3.5u

3.5u 28.88 4.1

3.5u 3.5u 3.5u

3.5u 3.5u 3.5u

3.5u 3.5u 3.5u

3.5U 210.7 3.59

3.5U 29.19 4.5

3.5U 3.5U 3.5U

3.5U 3.5U 9.43

3.5U 3.5U 16.12

3.5U 3.5U 4.77

3.5U 3.66 3.77

15.15 3.5U 5.43

3.5U 3.5U 8.16

3.5U 3.5U 10.31

3.5U 3.5U 11.45

3.5U 3.5U 8



3.5U 3.5U 3.65

4.9 3.5U 4.97

71.14 3.5U 3.5U

128.79 3.5U 3.5U

3.5U 7.01 25.63

3.5U 3.5U 11.53

129.19 3.5U 3.5U

3.5U 3.5U 9.65

3.7 2.63 3.13

3.5U 517.69 7.01

3.5U 485.45 8.15

3.5U 370.8 12.25

3.5U 279.91 15.74

3.5U 290.06 15.06

3.5U 445.4 18.23

3.5U 192.51 11.15

3.5U 128.67 5.84

3.5U 135.39 5.88

566.6 427.23 428.23

1874 1435 1437

3.44 2.49 2.5

543.85 418.37 423.4

1770.91 1319.54 1379.54

3.5U 133.23 6.63

3.5U 93.79 4.63

3.5U 102.53 3.5U

3.5U 169.14 3.5U

3.5U 97.33 4.74

3.5U 567.46 3.5U

3.5U 3610.75 5.49 TCE above calibration

3.5U 859.87 3.5U

3.5U 899.24 3.82

14U 2933.65 14U 1 MIN PURGE

3.5U 12.75 3.5U

3.5U 6.9 3.5U

3.5U 23.34 3.5U

3.5U 54.06 4.24

3.5U 201.7 6.59

3.5U 38.16 13.57

3.5U 13.44 3.5U

4.07 2.89 2.8

572.47 423.23 426

1787.09 1308.08 1372.62
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	barcode: *30280611*
	barcodetext: 30280611


